Steel coil embolization supplementing filter placement in a patient with a duplicated inferior vena cava.
Anatomic anomalies involving the inferior vena cava (IVC) can present both diagnostic and therapeutic challenges when percutaneous placement of a filter is considered. A patient with a duplicated IVC was treated with placement of a filter in the right-sided IVC and steel coil embolization of a smaller left-sided IVC.